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Background: Streptococcal superantigens (SAgs) are the major virulence factors of infection in humans for group A
Streptococcus (GAS) bacteria. A panel consisting of seven duplex real-time PCR assays was developed to
simultaneously detect 13 streptococcal SAgs and one internal control which may be important in the control of
GAS-mediated diseases.
Methods: Primer and probe sequences were selected based on the highly conserved region from an alignment of
nucleotide sequences of the 13 streptococcal SAgs. The reaction conditions of the duplex real-time PCR were
optimized and the specificity of the duplex assays was evaluated using SAg positive strains. The limit of detection
of the duplex assays was determined by using 10-fold serial dilutions of the DNA of 13 streptococcal SAgs and
compared to a conventional polymerase chain reaction (PCR) method for evaluating the duplex assays sensitivity.
Results: Using the duplex assays, we were able to differentiate between 13 SAgs from Streptococcus strains and
other non-Streptococcus bacteria without cross-reaction. On the other hand, the limit of detection of the duplex
assays was at least one or two log dilutions lower than that of the conventional PCR.
Conclusions: The panel was highly specific (100%) and the limit of detection of these duplex groups was at least
ten times lower than that obtained by using a conventional PCR method.
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Group A Streptococcus (GAS) (Streptococcus pyogenes) is
an important gram-positive bacterial pathogen that can
cause both invasive and non-invasive infections in
humans. GAS-associated diseases are more common in
children than in adults [1,2]. Among the factors involved
in the virulence of the pathogen, the M protein and a
group of exotoxins known as streptococcal superantigens
(SAgs) have received considerable attention. Streptococcal
SAgs are thought to contribute to the pathogenesis of se-
vere GAS infections by virtue of their potent immunos-* Correspondence: bjcdcxm@126.com
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reproduction in any medium, provided the ortimulatory activity [3]. Rapid detection of streptococcal
SAgs in clinical samples is therefore important in the effi-
cient control of GAS.
At present, 13 streptococcal SAgs have been identified
in GAS to date, including SpeA, SpeC, SpeG, SpeH, SpeI,
SpeJ, SpeL, SpeK, SpeM, Ssa, SmeZ and SpeB, SpeF
exhibiting the SAg activity [4-7]. 13 conventional poly-
merase chain reaction (PCR) using 1 primer pair for
each SAgs performed in the same volume of reaction
mixture and using the standard number of cycles used
in previous studies of streptococcal SAgs detection [4].
However, these tests are not suitable for effective, fast,
high-throughput routine diagnostic screening because
they are labor intensive, the samples are prone to con-
tamination and have relatively lower sensitivity. For large
scale detection, a rapid and efficient method for surveil-
lance of streptococcal SAgs in clinical samples is required.d. This is an Open Access article distributed under the terms of the Creative
ommons.org/licenses/by/2.0), which permits unrestricted use, distribution, and
iginal work is properly cited.
Table 1 Duplex real-time PCR primers and probes used in
the detection of streptococcal SAgs
Groups Name Sequence (5′-3′)
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method to simultaneously detect 13 streptococcal SAgs. A
panel consisting of seven groups of a duplex real-time
PCR assay system described here provides a diagnostic
tool for the fast, effective and reliable detection of the 13
currently known streptococcal SAgs.
Materials and methods
Bacterial strains
As positive controls, SAgs from Streptococcus MY1, MY3
and FS1 were used in the detection of SpeB, SpeC, SpeF,
Spe I and SmeZ, for SpeA, SpeG, SpeJ and Ssa, and for
SpeH, SpeK, SpeL and SpeM. Other non-streptococcal
bacteria strains including Mycoplasma pneumoniae, Epi-
demic neisseria meningitides, Streptococcus pneumoniae,
Haemophilus influenzae, Staphyloccocus aureus Rosen-
bach (MRSA), Group B Streptococcus (FT67), Group G
Streptococcus (XCN14) were also collected and used in this
study.
Primer and probe design
Primers and probes for the panel of the duplex real-time
PCR assays for the detection of 13 streptococcal SAgs
were designed targeting the conserved regions of the
thirteen streptococcal SAgs gene respectively using Pri-
mer Express 3.0 Software (Applied Biosystems, Foster
CA). The BLAST program was used to assess and ana-
lyse the integrity of the primers and probes (National
Center for Biotechnology Information Web site (http://
www.ncbi.nlm.nih.gov/BLAST). These were matched with
the conserved gene sequences of 13 corresponding SAgs.
The sequence of primers and the probe labeled reporter
are listed in Table 1.
Nucleic acid extraction
Nucleic acid extraction was carried out by mixing 100 μl
of each sample and 1 μl of the internal control followed
by the addition of 100 μl of nucleic acid extraction solu-
tion. This mixture was incubated in boiling water at 100°C
for 10 min, then centrifuged at 13,000 rpm for 5 min. Five
microlitres of the supernatant were removed and used in
the detection.
Conventional PCR assay
The conventional PCR assay was performed using a cycler
(Life Express PCR instruments, Yamato, Japan). The PCR
reaction and amplification conditions were set up
according to the method of Roger Meisa [4]. Briefly, the
PCR was carried out in a final volume of 25 μl. The reac-
tion mixture consisted of 200 nM of each forward and re-
verse primer, 1 × Enzyme Mix, 400 μM of dNTP Mix, 5 μl
DNA extract and ddH2O was used to make up the
remaining volume. Amplification was carried out separ-
ately for each gene, SpeA to -C, SpeF to -M, SmeZ, and
Table 2 Comparison of the detection limits of a dilution
series of DNA (after amplification) using conventional
PCR and duplex real-time PCR*












1 100 + + + +
10-1 + + + +
10-2 + + + +
10-3 + + - +
10-4 - + - +
SpeB Ssa
2 100 + + + +
10-1 + + + +
10-2 - + + +
10-3 - + - +
10-4 - - - +
SpeC SpeH
3 100 + + + +
10-1 + + + +
10-2 + + - +
10-3 - + - +
10-4 - - - -
SpeG SpeF
4 100 + + + +
10-1 + + + +
10-2 + + + +
10-3 - + - +
10-4 - - - +
SpeM SpeI
5 100 + + + +
10-1 + + + +
10-2 + + - +
10-3 - + - +
10-4 - - - -
SpeJ SmeZ
6 100 + + + +
10-1 + + + +
10-2 + + - +
10-3 - + - +
10-4 - + - -
Table 2 Comparison of the detection limits of a dilution
series of DNA (after amplification) using conventional
PCR and duplex real-time PCR* (Continued)
SpeK Internal control
7 100 + + + +
10-1 + + + +
10-2 - + + +
10-3 - + + +
10-4 - - + +
* For each 10-fold DNA dilution, the lowest level of detection of the duplex
real-time PCR is shown in addition to the three 10-fold dilutions immediately
prior to the lowest limit. Each dilution series was analysed in triplicate to
determine relative sensitivity.
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ation step at 94°C for 5 min, amplification was carried out
by using 30 cycles at 95°C for 40 s, hybridization for
1 min, and elongation at 72°C for 1 min 30 s, with an-
nealing at 72°C for 5 min. The PCR products were exam-
ined using a standardized E-gel electrophoresis system
and E-gel 96 with SYBR Safe (Ethrog Biotechnologies,
Tel-Hai, Israel).
Duplex real-time PCR assay
Seven groups of duplex real-time PCR simultaneous am-
plifications were optimized using the iCycler (Bio-Rad,
Hercules, CA,) and the FAM, HEX two channel method
using the primers and probes listed in Table 1. The final
optimized 40 μl reaction mixture consisted of 200 nM of
each forward and reverse primer, 100 nM of TaqMan
probe, 1 × Enzyme Mix, 400 μM of dNTP Mix, 5 μl
DNA extract and ddH2O was used to make up for the
volume. The conditions for the amplification of the seven
groups were as follows: 2 min at 94°C, followed by 40 cycles
of 15 s at 93°C and 60 s at 55°C. A Ct value between 34
and 36 was considered weakly positive.
Specificity of the duplex real-time PCR assay
To assess the specificity of the experimental method, the
seven groups of duplex real-time PCR reactions were tes-
ted for cross-reactivity among the SAgs positive GAS
strains and other closely related non-GAS strains, as listed
in Materials and Methods. The results were analyzed based
on the specific amplification curve either in the FAM or
HEX channel depending on the predetermined amplifica-
tion parameters.
Detection limit of the duplex real-time PCR assay
To assess the detection limit of the experimental
method, DNA templates of 13 streptococcal SAgs were
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Five different DNA dilutions corresponding to different
SAgs were analysed simultaneously using the duplex
real-time PCR assay and the conventional PCR assay.
The results were analyzed based on the limit of detection
the two tests to illustrate the relative sensitivity of each
method.
Results
Specificity of the duplex real-time PCR assay
To assess the specificity, the Sag positive GAS strains
and other closely related non-GAS strains were selected
for amplification using the real-time PCR assay. No non-
specific reactions nor any internal cross-amplification was
observed (data not shown).
Detection limit of the duplex real-time PCR assay
To determine the detection limit of the experimental
method, the results obtained using the duplex system for
the detection of streptococcal SAgs were analyzed and
compared to the results obtained from the conventional
PCR assay. The DNA was diluted using a 10-fold series
ranging from undiluted to 10-4. The average limit of
detection using the duplex system was at least a 10-3 di-
lution from the undiluted sample and that of the con-
ventional PCR system was at most a 10-2 dilution. The
detection limit of the duplex real-time PCR assays for
the detection of SpeA, SpeC, SpeG and SpeM were ob-
served to be lower by one log unit compared with that
observed using the conventional PCR assay. The detec-
tion limit of the other nine SAgs was observed to be at
least two log units lower than that of the conventional
PCR assay. The results showing the detection limits of
13 SAgs are listed in Table 2.
Discussion
To the best of our knowledge, this is the first report of the
development of a panel of seven groups of a duplex real-
time PCR assay for simultaneously detecting 13 strepto-
coccal SAgs. In the design of these real-time PCRs, an
alignment of conserved regions of the target pathogens
was made with publicly available GenBank sequences. The
primer-probe combination was newly used in the present
study and did not cross-react with other similar bacteria
strains (data not shown). The specificity of the PCR reac-
tions in these experiments using a novel duplex system
was very high (100%), and was able to differentiate be-
tween different streptococcal SAgs. Furthermore, the de-
tection limit of the duplex real-time PCR was lower by
one or two log units than that of the conventional PCR
assay. These results indicate that the duplex system de-
scribed here may be useful in the clinical setting.
There are several advantages of the duplex real-time PCR
system compared with the conventional PCR technique,for example, the ease of performance, high specificity and
sensitivity, fast turn-around time, a high-throughput cap-
acity, and minimal carry-over contamination [8]. Real-time
PCR assays have been widely utilized for early diagnosis of
many other bacterial infections [9]. In this study, an in-
ternal control was successfully integrated into the assays
for accurate interpretation of negative results. The panel of
duplex real-time PCR assays could possibly be used as a
rapid and efficient diagnostic tool for 13 streptococcal SAgs
in the clinical setting.Conclusions
The panel of duplex real-time PCR assays described in
this report is a simple, specific, sensitive and rapid
method for the detection of 13 streptococcal SAgs in
clinical samples. This technique has the potential for
use in routine diagnostics.
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